[Doppler laser interferometry in the determination of ultrafiltrate consumption].
To evaluate the clinical efficiency of hemodialysis and ultrafiltration monitoring, the consumption and volume of an ultrafiltrate should be timely measured. Balance measurement of changes in a patient's body weight during hemodialysis has a significant methodological error made by patient's body weight changes unassociated with ultrafiltration.